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Abstract

Background Basic skills training in laparoscopic high-fi-

delity simulators (LHFS) improves laparoscopic skills.

However, since LHFS are expensive, their availability is

limited. The aim of this study was to assess whether

automated video analysis of low-cost BlackBox laparo-

scopic training could provide an alternative to LHFS in

basic skills training.

Methods Medical students volunteered to participate dur-

ing their surgical semester at the Karolinska University

Hospital. After written informed consent, they performed

two laparoscopic tasks (PEG-transfer and precision-cut-

ting) on a BlackBox trainer. All tasks were videotaped and

sent to MPLSC for automated video analysis, generating

two parameters (Pl and Prtcl_tot) that assess the total

motion activity. The students then carried out final tests on

the MIST-VR simulator. This study was a European col-

laboration among two simulation centers, located in Swe-

den and Greece, within the framework of ACS-AEI.

Results 31 students (19 females and 12 males), mean age

of 26.2 ± 0.8 years, participated in the study. However,

since two of the students completed only one of the three

MIST-VR tasks, they were excluded. The three MIST-VR

scores showed significant positive correlations to both the

Pl variable in the automated video analysis of the PEG-

transfer (RSquare 0.48, P\ 0.0001; 0.34, P = 0.0009;

0.45, P\ 0.0001, respectively) as well as to the Prtcl_tot

variable in that same exercise (RSquare 0.42, P = 0.0002;

0.29, P = 0.0024; 0.45, P\ 0.0001). However, the cor-

relations were exclusively shown in the group with less PC

gaming experience as well as in the female group.

Conclusions Automated video analysis provides accurate

results in line with those of the validated MIST-VR. We

believe that a more frequent use of automated video

analysis could provide an extended value to cost-efficient

laparoscopic BlackBox training. However, since there are

gender-specific as well as PC gaming experience differ-

ences, this should be taken in account regarding the value

of automated video analysis.
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Laparoscopic simulation training to proficiency levels has

been shown to increase both basic skills [1–5] and the

speed and precision of laparoscopic cholecystectomies

[6–8]. However, the training necessary to achieve sufficient

increased skills levels has usually been performed on

laparoscopic high-fidelity simulators (LHFS) that all carry

a substantial price tag [7, 9, 10]. Thus, the number of

simulators necessary to satisfy the increasing needs for

surgical training by medical students and residents is usu-

ally not met due to cost and their limited availability,

obliging the trainees to overcome geographical barriers and

travel to specialized simulation centers.

Basic skills training in BlackBoxes within a structured

curriculum is a less costly alternative to LHFS-simulation

training and has been shown to provide improvement of

both basic as well as laparoscopic technical skills [11, 12].

However, it also has significant drawbacks in that this type

of training does not provide feedback to the student or

resident in regard to their performance [10, 13]. Thus, new

methods of increasing the value of BlackBox training are

warranted [10].

Various motion tracking systems have been proposed in

the literature to address issues relevant to subjective and

manual evaluation of surgical performance [14]. Other

approaches employed multisensory modules for evaluating

the quality of surgical maneuvers [15]. Hand motion

analysis has also been combined with VR simulators for

correlating technical errors with kinematic parameters [16],

and for expertise classification [17]. A system that syn-

chronizes motion tracking and video capture during

laparoscopic cholecystectomy performance was proposed

in the article by Dosis et al. [18]. The use of motion

tracking for objective assessment of laparoscopic skills in

the operating room was proposed by Aggarwal et al. [19].

The aforementioned works have highlighted the value of

motion tracking for performance analysis and evaluation

both in the simulation and clinical setting. Recently, some

methods employed video analysis for the evaluation of

laparoscopic skills, with encouraging results [20, 21].

There is some evidence of a positive relationship

between video gaming experience and the acquisition of

laparoscopic simulator surgical skills. However, the results

are conflicting as there is a lack of a standardized scoring

system and, therefore, further research on this subject is

advised [22–24]. Glassman et al. in a recent systematic

review concluded that there is a very limited amount of

evidence to support that the use of video games enhances

laparoscopic simulation performance [25]. Therefore, it

would be of interest to study whether factors like PC

gaming experience or gender differences could play a role

in the efficacy and outcome of BlackBox training.

The aim of this study was to analyze if automated video

analysis of basic skills training performance could be a

valid method of increasing the value of BlackBox training

and if it, in part, could provide an alternative to high-fi-

delity skills training in simulators, and furthermore to

analyze if there were gender- or PC gaming experience-

specific differences in the efficacy of BlackBox training.

This study was a European collaboration within the

framework of ACS-AEI.Query.

Methods

Participants and procedures

Thirty-one medical students (19 females and 12 males)

with a mean age of 26.2 ± 0.8 (Mean ± SEM) were

recruited for this study during their surgical semester at the

Karolinska University Hospital. The study was conducted

at the Center for Advanced Medical Simulation and

Training (CAMST), Karolinska Institutet, Stockholm

Sweden and the video analysis was carried out at MPLSC,

Athens University Medical School, Athens, Greece.

Students were recruited on a voluntary basis, when the

study was presented to them, at the beginning of their sur-

gical semester. After signing informed consent forms, the

recruited students performed two laparoscopic tasks (PEG-

transfer and cutting a circular gauze) on a BlackBox (built by

and given to us by courtesy of MPLSC, Athens University,

Greece) (Fig. 1). PEG-transfer and Precision-cutting were

the tasks chosen on the reason that both are part of the

Fundamentals of Laparoscopic Surgery (FLS) Technical

Skills Proficiency-Based Training Curriculum.1 All the tasks

were videotaped with a preinstalled web-camera and sent to

MPLSC for automated video analysis. The students also

performed three final tests on the validated Minimally

Invasive Surgical Trainer (MIST-VR,Mentice, Gothenburg,

Sweden) [26]. The data were gathered between September

and December 2014 and the automated video analysis of the

recorded procedures was carried out in 2015.

Oral instructions were given to each student before the

study. None of the students had any prior surgical or

laparoscopic experience, nor did they have any prior

training before the task. However, some of the students had

prior simulation training experience. The BlackBox is a

wooden box with three holes located on the top, one for a

camera and two for the laparoscopic instruments (Fig. 1).

The camera used was a web-camera [Logitech, with a

processor image resolution of 720 9 576 and a frame rate

of 25 frames per second (fps)]. Inside and on the floor of

the BlackBox, materials for conducting the different tasks

were set up. A plastic frame consisting of wooden plugs

(pegboard) and rubber rings was used for the PEG-transfer

1 http://www.flsprogram.org.
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task, and for the Precision-cutting task, screws and nuts

were used to hold a 10 9 10 cm gauze marked with two

circles. For the above-mentioned tasks, laparoscopic gras-

pers and scissors, marked with different colored markers on

their distal end were used. The fixed web-camera was

connected to a laptop for the recording of the tasks, and a

flat monitor was used for the visualization of the tasks

carried out (Fig. 1).

The goal of the first task was to move a series of six

rubber rings located on one side of the pegboard, to the

other side of the pegboard by the use of graspers, with the

non-dominant hand moving the rubber rings to the domi-

nant one before placing them on the other side of the

pegboard. This process was then reversed by switching

direction and hands to bring back the rubber rings to their

starting position (Fig. 2). The goal of the second task was

to cut the perimeter of a 10 9 10 cm gauze without cutting

the marked lines. The subjects had to cut the circular pat-

tern avoiding both the external (diameter 5.5 cm) and

internal (diameter 3.5 cm) circles. The pegboard was

marked with four different markers in each corner as a

reference for the video analysis software (Fig. 2) [27].

The students then performed three consecutive manipu-

lative diathermy medium tasks, which is a complex task on

the validated MIST-VR simulator, where the test subject

initiallymust grasp a spherewith the left handle, then touch it

with the right handle, withdraw the right handle, and then

once again insert it, by so transforming the right handle into a

diathermy hook. The test subject had to press a foot-pedal to

initiate diathermy simultaneously while placing the dia-

thermy hook to burn a cube that appears three times on a

sphere in different positions, also described by Schlickum

et al. [28]. For the cube to disappear from the sphere, the

subject must maintain the position at a specified 3D location

inside the transparent cube with the left hand during the

whole procedure (Fig. 3). After completing the procedure,

the subject repeats the task with the right hand. In the MIST-

VR simulator, a low score is the result of a good perfor-

mance, whereas a high score indicates a poor performance.

The task tests the subjects’ ability to acquire a target and

Fig. 1 The BlackBox; a box consisting of wood-material, with three

holes in the roof, one for a camera and two for the laparoscopic

instruments

Fig. 2 A flow sheet overview of the study including pictures of the

pegboard with PEG-transfer, gauze for cutting the perimeter of a

circle, and markers as reference for the video analysis software
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apply diathermy to targets on its surface while keeping a

position at a specified 3D location. Two types of graphs show

the subject’s performance: Peer to Peer, comparing subjects

within one class, and Progression, used to show a subject’s

performance over a specified set of examinations of the same

configurations (Fig. 3) [26].

Video analysis

Each video was analyzed in a blind fashion to assess the

total movement in the video based on optical flow metrics.

In particular, the feature detection method [29] was applied

in each video frame providing a list of image locations, and

associated descriptors, suitable for tracking (hereafter

referred to as ‘particles’). The algorithm used by Lucas and

Kanade [30] was then used to track these particles between

consecutive pairs of frames, leading to a set of motion

vectors (MV) in each time frame, t:

MVt ¼ mvi ¼ ri; dið Þji ¼ 1; . . .;Np

� �
t
; ð1Þ

where Np is the number of particles detected, ri ¼ ðxi; yiÞ is
the position of the ith particle, and di ¼ ðdxi; dyiÞ is the

displacement of the ith particle with respect to the position

of the same particle detected in the previous frame. Parti-

cles with very low displacement (\2 pixels) were excluded.

Based on the aforementioned analysis, the following two

metrics were derived from each video: ‘Pl’ the total dis-

placement (‘path-length’) of all particles, and ‘Prtcl_tot’

the total number of particles detected, across all frames. No

user input or training of the algorithm was required prior to

the analysis. The only input was the video file, and the

output was the two previous metrics.

Data analysis

The results of the automated video analysis regarding ‘Pl’

and ‘Prtcl_tot’ were correlated to the results of the three

MIST-VR scores using linear fit. The results are given as

RSquare. Differences in MIST-VR scores between females

and males as well as between infrequent and frequent PC

gamers in the PEG-transfer exercises were analyzed using

Student’s t test and the results given as Mean ± SEM. A

P-value \0.05 was regarded as statistically significant.

Fig. 3 The MIST-VR score chart and handles with the ball in the 3D cube
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Statistical analyses were carried out using JMP� version

12.1.0 (64-bit) (SAS Institute Inc).

Results

Of the 31 participants, 29 performed all the three tasks

(PEG-transfer, cutting a circular gauze, and the three

MIST-VR tasks), whereas two only performed one MIST-

VR task and thus were excluded (Fig. 2). There was a good

linear correlation between the automated video analysis of

the total path-length (Pl) in the PEG-transfer test and all

three MIST-scores (RSquare 0.48, P\ 0.0001; 0.34,

P = 0.0009; 0.45, P\ 0.0001) (Table 1). The total num-

ber of particles across all frame pairs of the video

(Prtcl_tot) also showed a significant correlation to all three

MIST-scores (Table 1). There was also a linear, although

not as pronounced, correlation between Pl in the gauze

cutting experiment and the three MIST-scores (RSquare

0.30, P = 0.0022, 0.23, P = 0.0082; 0.16, 0.0317,

respectively), whereas Prtcl_tot only showed a significant

correlation in the first two MIST-scores (Table 1).

Surprisingly, there were gender-specific differences

between Pl of the PEG-transfer group and the MIST-VR

scores since correlationswere only found in the female group

(RSquare 0.59, P = 0.0003; 0.43, P = 0.0044; 0.52,

P = 0.0010), whereas there were no correlations in the male

group (Fig. 4). A similar gender-specific differencewas seen

in females in the gauze cutting procedure with strong linear

correlations between the results of the automated video

analysis and the MIST-scores (RSquare 0.51, P = 0.0014;

0.46, P = 0.0026; 0.35, P = 0.0127, respectively), whereas

no correlations were found in the male group.

Furthermore, in the PEG-transfer exercise we noted

significant and even more pronounced correlations between

the Pl variable in the video analysis and the MIST-VR

scores (that also reflect the visuospatial haptic skills [31])

in the group with infrequent PC gaming experience,

whereas in the group with the more experienced PC gamers

no such correlations were found (Fig. 5). A similar pattern

was also found between the Pl variable of the gauze cutting

exercise in the infrequent PC gaming group and the MIST-

VR 1, 2, and 3 scores, respectively (RSquare 0.49,

P = 0.0051; 0.49, P = 0.0055; 0.42, P = 0.0118), in

contrast to the frequent PC gaming group.

Although the more experienced PC gamers were pre-

dominantly males (67%), there were no significant differ-

ences in simulation performance as assessed by the MIST-

simulation scores neither between males and females nor

between experienced or not experienced PC gamers. We,

however, noted a training effect of the simulation training

since the MIST-VR scores decreased in all groups between

the first and last MIST-VR simulation (low scores indi-

cating better performance) (Table 2).

Discussion

This study shows a strong correlation between the results

of the automated video analysis of the two consecutive

laparoscopic tasks on a BlackBox trainer and the results of

the three MIST-VR-task procedures. Furthermore, this

study could also identify that the correlations between the

results of the automated video analysis and the MIST-VR

results were gender specific and correlated to computer

gaming experience.

The findings of this study in relation to gender-specific

differences regarding computer gaming experience are in

accordance with other studies carried out [28, 32]. How-

ever, neither gender nor computer gaming experience sig-

nificantly affected performance, when assessed by the

MIST-VR scores, although there was a trend towards better

performance both in males as well as in those who were

experienced PC gamers. In a study by Norman et al. in

2012, the analyzed results of 24 studies comparing high-

fidelity simulation (HFS) with low-fidelity simulation

(LFS) showed no significant advantage of HFS [33]. In a

recent study by Brinkmann et al., they actually found that

when using a validated and nearly identical curriculum, the

box-training group appeared to be superior in the transfer

of basic skills into an experimental surgical procedure [11].

One interesting finding of the present study was that the

strong correlations between automated video analysis and

the performance, as assessed by the MIST-VR simulation

tests, were only found in the subgroups of females and non-

experienced PC gamers. These findings may indicate that

the use of automated video analysis, as described in this

study and elsewhere [20, 21, 34], may have its main future

role in a cost-efficient screening and thereby selecting

novices that would benefit more from additional basic

skills training in BlackBoxes in contrast to those with more

developed advanced skills that probably would benefit

Table 1 Scoring results for PEG-transfer and Cutting a circle

PL Prtcl_tot

RSquare P RSquare P

PEG-transfer

Score 1 0.48 \.0001 0.41 0.0002

Score 2 0.34 0.0009 0.29 0.0024

Score 3 0.45 \.0001 0.45 \.0001

Cutting a circle

Score 1 0.30 0.0022 0.26 0.0044

Score 2 0.23 0.0082 0.18 0.0226

Score 3 0.16 0.0317 0.13 0.0566
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more from going directly to HFS-training. In surgery, an

efficient use of time and resources is essential to maximize

the clinical output in a safe way in the present climate of

restricted working hours and limited resources. These

demands should also apply to more deliberate surgical

training in order to optimize expertise acquisition in sur-

gical trainees, with the aim of improving postgraduate

training programs [35].

Our finding of a training effect of the laparoscopic

MIST-VR simulator exercises is in accordance with other

studies [2, 3, 5, 36]. The initial [26, 36] versions of the

MIST-VR lacked haptic feedback, whereas the version we

used in this study had haptic feedback which is essential in

simulation training. This has been also emphasized by

Singapogu et al. [13]. Previous studies on the difference

between BlackBoxes and VR simulators have underlined

Fig. 4 Gender-specific differences regarding correlations between the Pl variable and the MIST-VR scores in the PEG-transfer exercise
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the importance of feedback in laparoscopic simulation

training [37, 38]. Although the force feedback is minimal

during laparoscopic procedures, the little feedback that

remains is still of value. Moreover, although the MIST-VR

simulator may be considered to be a bit outdated, we used

it in this study since it is one of the best validated

laparoscopic simulators in prospective randomized trials

[4, 8].

Fig. 5 The correlation between MIST-VR score and PC gaming in the PEG-transfer exercise
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One of the main advantages of the MIST-simulator is

that it provides an instant feedback and that the exercises

regarding instrument handling are similar to laparoscopic

cholecystectomies although the graphics are outdated. One

of the drawbacks of the automated video analysis is that the

parameters measured here capture the total activity of

moving objects in the video, and are not specific to the tool

movement. Nevertheless, the total motion activity in the

training videos is mostly due to the movement of the tools,

and less to other moving objects (e.g., pegs). Moreover, in

its present form [34], video analysis cannot provide instant

feedback. We are aiming to shorten the time between data

assessment and feedback of the analysis with the optimal

aim to have the analysis online and providing instant

feedback. Future studies will have to be undertaken in

order to solve these problems. Another limitation of this

study was that the recruitment of the participating students

was on a voluntary basis and thus a selection bias of the

study population cannot be excluded.

However, our model is a low-cost alternative to more

advanced VR simulators that are not always available on a

large scale in most countries. The financial cost of our

system is in the range of US $150 and a mass production

could decrease it substantially.

In conclusion, we provide evidence that in subgroups of

novices there are strong correlations between our auto-

mated video analysis of BlackBox training and perfor-

mance in a validated laparoscopic simulator. One potential

use of our model is to assess basic skills training in a low-

cost way, thus leading to enhancement of surgical perfor-

mance as well as to evaluate subjects with various levels of

experience.
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Research Sörmland, Uppsala University, Sweden. Dnr: 140319.

Compliance with ethical standards

Disclosures Ninos Oussi, Constantinos Loukas, Ann Kjellin, Vasi-

leios Lahanas, Konstantinos Georgiou, Lars Henningsohn, Li Fell-

änder-Tsai, Evangelos Georgiou, and Lars Enochsson declare that

they have no conflicts of interest or financial ties to disclose.

Ethical approval The regional research ethics committee at

Karolinska Institutet, Stockholm, Sweden, approved the study.

Open Access This article is distributed under the terms of the

Creative Commons Attribution 4.0 International License (http://crea

tivecommons.org/licenses/by/4.0/), which permits unrestricted use,

distribution, and reproduction in any medium, provided you give

appropriate credit to the original author(s) and the source, provide a

link to the Creative Commons license, and indicate if changes were

made.

References

1. Ayodeji ID, Schijven M, Jakimowicz J, Greve JW (2007) Face

validation of the Simbionix LAP Mentor virtual reality training

module and its applicability in the surgical curriculum. Surg

Endosc 21:1641–1649

2. Chaudhry A, Sutton C, Wood J, Stone R, McCloy R (1999)

Learning rate for laparoscopic surgical skills on MIST VR, a

virtual reality simulator: quality of human-computer interface.

Ann R Coll Surg Engl 81:281–286

3. Gallagher AG, McClure N, McGuigan J, Crothers I, Browning J

(1999) Virtual reality training in laparoscopic surgery: a pre-

liminary assessment of minimally invasive surgical trainer virtual

reality (MIST VR). Endoscopy 31:310–313

4. Grantcharov TP, Kristiansen VB, Bendix J, Bardram L, Rosen-

berg J, Funch-Jensen P (2004) Randomized clinical trial of virtual

reality simulation for laparoscopic skills training. Br J Surg

91:146–150

5. Pearson AM, Gallagher AG, Rosser JC, Satava RM (2002)

Evaluation of structured and quantitative training methods for

teaching intracorporeal knot tying. Surg Endosc 16:130–137

6. Ahlberg G, Enochsson L, Gallagher AG, Hedman L, Hogman C,

McClusky DA 3rd, Ramel S, Smith CD, Arvidsson D (2007)

Proficiency-based virtual reality training significantly reduces the

error rate for residents during their first 10 laparoscopic chole-

cystectomies. Am J Surg 193:797–804

7. Andreatta PB, Woodrum DT, Birkmeyer JD, Yellamanchilli RK,

Doherty GM, Gauger PG, Minter RM (2006) Laparoscopic skills

are improved with LapMentor training: results of a randomized,

double-blinded study. Ann Surg 243:854–860 (discussion
853–860)

8. Seymour NE, Gallagher AG, Roman SA, O’Brien MK, Bansal

VK, Andersen DK, Satava RM (2002) Virtual reality training

improves operating room performance: results of a randomized,

Table 2 MIST-VR scores in different subgroups

Females Males P

Mean SEM Mean SEM

Gender (PEG-transfer)

Score 1 334 39 292 29 0.4008

Score 2 269 36 226 23 0.3345

Score 3 248 37 209 26 0.3891

Infrequent Frequent P

Mean SEM Mean SEM

PC gaming (PEG-transfer)

Score 1 337 47 298 24 0.4701

Score 2 279 43 226 19 0.2776

Score 3 248 45 218 21 0.5514

94 Surg Endosc (2018) 32:87–95

123

http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/


double-blinded study. Ann Surg 236:458–463 (discussion
454–463)

9. Nousiainen MT, McQueen SA, Ferguson P, Alman B, Kraemer

W, Safir O, Reznick R, Sonnadara R (2016) Simulation for

teaching orthopaedic residents in a competency-based curricu-

lum: do the benefits justify the increased costs? Clin Orthop Relat

Res 474:935–944

10. Smith MD, Norris JM, Kishikova L, Smith DP (2013) Laparo-

scopic simulation for all: two affordable, upgradable, and easy-to-

build laparoscopic trainers. J Surg Educ 70:217–223

11. Brinkmann C, Fritz M, Pankratius U, Bahde R, Neumann P,

Schlueter S, Senninger N, Rijcken E (2017) Box- or virtual-re-

ality trainer: which tool results in better transfer of laparoscopic

basic skills?—A prospective randomized trial. J Surg Educ.

doi:10.1016/j.jsurg.2016.12.009

12. Vitish-Sharma P, Knowles J, Patel B (2011) Acquisition of fun-

damental laparoscopic skills: is a box really as good as a virtual

reality trainer? Int J Surg 9:659–661

13. Singapogu R, Burg T, Burg KJ, Smith DE, Eckenrode AH (2014)

A perspective on the role and utility of haptic feedback in

laparoscopic skills training. Crit Rev Biomed Eng 42:293–318

14. Reiley CE, Lin HC, Yuh DD, Hager GD (2011) Review of

methods for objective surgical skill evaluation. Surg Endosc

25:356–366

15. Rosen J, Brown JD, Chang L, Sinanan MN, Hannaford B (2006)

Generalized approach for modeling minimally invasive surgery

as a stochastic process using a discrete Markov model. IEEE

Trans Biomed Eng 53:399–413

16. Megali G, Sinigaglia S, Tonet O, Dario P (2006) Modelling and

evaluation of surgical performance using hidden Markov models.

IEEE Trans Biomed Eng 53:1911–1919

17. Loukas C, Georgiou E (2011) Multivariate autoregressive mod-

eling of hand kinematics for laparoscopic skills assessment of

surgical trainees. IEEE Trans Biomed Eng 58:3289–3297

18. Dosis A, Aggarwal R, Bello F, Moorthy K, Munz Y, Gillies D,

Darzi A (2005) Synchronized video and motion analysis for the

assessment of procedures in the operating theater. Arch Surg

140:293–299

19. Aggarwal R, Grantcharov T, Moorthy K, Milland T, Papasavas P,

Dosis A, Bello F, Darzi A (2007) An evaluation of the feasibility,

validity, and reliability of laparoscopic skills assessment in the

operating room. Ann Surg 245:992–999

20. Gray RJ, Kahol K, Islam G, Smith M, Chapital A, Ferrara J

(2012) High-fidelity, low-cost, automated method to assess

laparoscopic skills objectively. J Surg Educ 69:335–339

21. White MT, Drapiza M, Mattos MA, Edelman DA (2015) An

automated system for video documentation of all instances of

fundamentals of laparoscopic surgery training: feasibility and

potential advantages of extended assessment. Am J Surg

209:158–162

22. Jalink MB, Goris J, Heineman E, Pierie JP, ten Cate Hoedemaker

HO (2014) The effects of video games on laparoscopic simulator

skills. Am J Surg 208:151–156

23. Jentzsch T, Rahm S, Seifert B, Farei-Campagna J, Werner CM,

Bouaicha S (2016) Correlation between arthroscopy simulator

and video game performance: a cross-sectional study of 30

volunteers comparing 2- and 3-dimensional video games.

Arthroscopy 32:1328–1334

24. Middleton KK, Hamilton T, Tsai PC, Middleton DB, Falcone JL,

Hamad G (2013) Improved nondominant hand performance on a

laparoscopic virtual reality simulator after playing the Nintendo

Wii. Surg Endosc 27:4224–4231

25. Glassman D, Yiasemidou M, Ishii H, Somani BK, Ahmed K,

Biyani CS (2016) Effect of playing video games on laparoscopic

skills performance: a systematic review. J Endourol 30:146–152

26. Mentice (2004) User Manual Procedicus MIST. pp 1–79

27. Loukas C, Georgiou E (2016) Performance comparison of various

feature detector-descriptors and temporal models for video-based

assessment of laparoscopic skills. Int J Med Robot 12:387–398

28. Schlickum MK, Hedman L, Enochsson L, Kjellin A, Fellander-

Tsai L (2009) Systematic video game training in surgical novices

improves performance in virtual reality endoscopic surgical

simulators: a prospective randomized study. World J Surg

33:2360–2367

29. Shi J, Tomasi C (1994) Good features to track. In: Proceedings of

the 9th IEEE conference on computer vision and pattern recog-

nition, conference on computer vision and pattern recognition,

Seattle, pp 593-600

30. Lucas BD, Kanade T (1981) An iterative image registration

technique with an application to stereo vision. International joint

conference on artificial intelligence (IJCAI), Vancouver, British

Columbia, Canada, pp 674–679

31. Ahlborg L, Hedman L, Murkes D, Westman B, Kjellin A, Fel-

lander-Tsai L, Enochsson L (2011) Visuospatial ability correlates

with performance in simulated gynecological laparoscopy. Eur J

Obstet Gynecol Reprod Biol 157:73–77

32. Rosser JC Jr, Lynch PJ, Cuddihy L, Gentile DA, Klonsky J,

Merrell R (2007) The impact of video games on training surgeons

in the 21st century. Arch Surg 142:181–186 (discusssion 186)
33. Norman G, Dore K, Grierson L (2012) The minimal relationship

between simulation fidelity and transfer of learning. Med Educ

46:636–647

34. Loukas C, Nikiteas N, Schizas D, Lahanas V, Georgiou E (2012)

A head-to-head comparison between virtual reality and physical

reality simulation training for basic skills acquisition. Surg

Endosc 26:2550–2558

35. Kirkman MA (2013) Deliberate practice, domain-specific

expertise, and implications for surgical education in current

climes. J Surg Educ 70:309–317

36. Van Sickle KR, Ritter EM, McClusky DA 3rd, Lederman A,

Baghai M, Gallagher AG, Smith CD (2007) Attempted estab-

lishment of proficiency levels for laparoscopic performance on a

national scale using simulation: the results from the 2004 SAGES

Minimally Invasive Surgical Trainer-Virtual Reality (MIST-VR)

learning center study. Surg Endosc 21:5–10

37. Botden SM, Torab F, Buzink SN, Jakimowicz JJ (2008) The

importance of haptic feedback in laparoscopic suturing training

and the additive value of virtual reality simulation. Surg Endosc

22:1214–1222

38. Kim HK, Rattner DW, Srinivasan MA (2004) Virtual-reality-

based laparoscopic surgical training: the role of simulation fide-

lity in haptic feedback. Comput Aided Surg 9:227–234

Surg Endosc (2018) 32:87–95 95

123

http://dx.doi.org/10.1016/j.jsurg.2016.12.009

	Video analysis in basic skills training: a way to expand the value and use of BlackBox training?
	Abstract
	Background
	Methods
	Results
	Conclusions

	Methods
	Participants and procedures
	Video analysis
	Data analysis

	Results
	Discussion
	Acknowledgements
	References




