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Introduction
Next-generation sequencing (NGS) technologies are a dra-
matic improvement over traditional Sanger sequencing in 
terms of throughput, cost, and accuracy.1 The parallel nature of 
NGS can transform large projects into routine activities.2 With 
all its advantages, NGS can have difficulties with highly-
repetitive or other problematic regions. It can be difficult to 
stitch together a consensus sequence from very similar short 
read fragments.3 Long-read single-molecule sequencing 
(LR-SMS) ameliorates this problem by producing fragments 
long enough to unambiguously read through difficult regions.4,5 
Because of these advantages, LR-SMS is increasingly being 
used for human medical research, for example to identify 
previously uncharacterized structural variation, determine 
the clonal distribution of mutations, and to sequence through 

repetitive regions.6 However, there is today a lack of established 
workflows and analysis tools which focus on LR-SMS for rou-
tine clinical diagnostics.

Chronic Myeloid Leukemia (CML) is a well-studied dis-
ease. Efficient drug treatments using tyrosine kinase inhibi-
tors (TKIs) are available, but some patients develop drug 
resistance. This resistance can in many cases be explained by 
point mutations in the BCR-ABL1 fusion gene, which is the 
intended target for the TKI’s. BCR-ABL1 TKI resistance is 
also relevant for the related disease Acute Lymphoblastic 
Leukemia (ALL).7 The multi-resistant substitution T315I 
is of particular importance for clinical investigations, but 
other nucleotide substitutions in BCR-ABL1 can also confer 
resistance. In other clinical cases, the reason for resistance is 
still unknown.8
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ABSTRACT

Objective: The aim of this project was to implement long-read sequencing for BCR-ABL1 TKI resistance mutation screening in a clinical 
setting for patients undergoing treatment for chronic myeloid leukemia.

Materials and Methods: Processes were established for registering and transferring samples from the clinic to an academic sequenc-
ing facility for long-read sequencing. An automated analysis pipeline for detecting mutations was established, and an information system 
was implemented comprising features for data management, analysis and visualization. Clinical validation was performed by identifying 
BCR-ABL1 TKI resistance mutations by Sanger and long-read sequencing in parallel. The developed software is available as open source 
via GitHub at https://github.com/pharmbio/clamp

Results: The information system enabled traceable transfer of samples from the clinic to the sequencing facility, robust and automated 
analysis of the long-read sequence data, and communication of results from sequence analysis in a reporting format that could be easily 
interpreted and acted upon by clinical experts. In a validation study, all 17 resistance mutations found by Sanger sequencing were also 
detected by long-read sequencing. An additional 16 mutations were found only by long-read sequencing, all of them with frequencies below 
the limit of detection for Sanger sequencing. The clonal distributions of co-existing mutations were automatically resolved through the long-
read data analysis. After the implementation and validation, the clinical laboratory switched their routine protocol from using Sanger to long-
read sequencing for this application.

Conclusions: Long-read sequencing delivers results with higher sensitivity compared to Sanger sequencing and enables earlier detec-
tion of emerging TKI resistance mutations. The developed processes, analysis workflow, and software components lower barriers for adop-
tion and could be extended to other applications.
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As part of the treatment process, Sanger sequencing has tra-
ditionally been used to identify T315I and other mutations. 
This has worked reasonably well but since the sensitivity to 
detect low-frequency mutations using Sanger sequencing is 
15% to 20%,9 this is limiting the detection of emerging drug-
resistant mutations.2 Short read NGS makes it possible to 
detect mutations at lower frequency, but does not generally 
provide information about clonal composition of co-occurring 
mutations since the sequence information is broken into small 
pieces. LR-SMS resolves all of these issues and when obtaining 
high-accuracy reads, which are currently enabled by PacBio 
circular consensus sequencing,10 false positive mutations due to 
sequencing errors can essentially be removed.11

Our previous work demonstrated that LR-SMS can be 
applied to studying BCR-ABL1 mutations in CML patients.12 
Moreover, a dilution series was performed demonstrating that 
low frequency mutations (<1%) are detectable.12 As a rela-
tively new technology, there are fewer bioinformatics packages 
available for LR-SMS analysis and no turn-key solutions. This 
presents difficulties for clinical organizations or any organiza-
tion with established routines where this expertise is not avail-
able. To facilitate translation of LR-SMS into clinical 
applications, there is a need for processes as well as informatics 
and decision support systems to assist with organizing and 
automating the analysis work needed for LR-SMS.

Here we illustrate how these challenges have been overcome 
at Uppsala University Hospital for an application in BCR-
ABL1 TKI resistance mutation screening. We present how this 
transition was made via parallel studies using Sanger and 
PacBio single molecule real-time (SMRT) sequencing with 
summary statistics from 39 patients. We also resolved a num-
ber of logistical issues such as long turnaround for the analyses, 
inefficient communication through email and written reports 
with little tractability to samples from the same or other 
patients. To this end, a web-based system to organize and 
automate data management, analysis, and visualization was 
developed.

Methods
Patient samples

Data were collected from 39 samples analyzed through Uppsala 
University Hospital. The patients were being treated for 
Chronic Myeloid Leukemia (CML, 36 samples) or Acute 
Lymphocytic Leukemia (ALL, 3 samples) and suspected to be 
resistant to the therapy. Treatments, responses, and disease sta-
tus varied.

Ethics statement

This study was performed in accordance with the Declaration 
of Helsinki. The Ethical Committee at Uppsala University, 
Dnr 2014/233, approved this study. Written informed consent 
was obtained from the patients.

RNA extraction and cDNA synthesis

RNA was extracted from peripheral blood or bone marrow 
samples using a TRIzol® (Invitrogen), standard protocol and 
quantified by NanoDrop™ 2000/2000c Spectrophotometers 
(Thermo Scientific, MA, USA). cDNA was synthesized using 
the SMARTer™ PCR cDNA synthesis kit (ClonTech, CA, 
USA), using 1000 ng total RNA.

Library preparation and PacBio sequencing

Long range PCR amplification of the BCR-ABL1 transcript 
was performed using the Clontech Advantage PCR kit as pre-
viously described.12 The cDNA amplicons underwent end-
repair and adaptor ligation to generate SMRTbell™ libraries 
for PacBio sequencing. SMRTbell™ libraries were quantified 
using the Qubit assay and library size was confirmed using the 
Agilent DNA 12000 Kit. Each SMRTbell™ amplicon library 
was loaded on to 1 SMRT cell and sequenced on the PacBio 
RS II instrument using C4 chemistry and a 120-minute movie 
time. Circular consensus sequence (CCS) reads were generated 
for each sample. The CCS reads in FASTQ format were used 
as input for the automated analysis pipeline.

LR-SMS analysis workflow

An analysis workflow was developed to process PacBio 
sequencing data according to the general procedure described 
below and summarized in Figure 1. FASTQ files are auto-
matically processed through a collection of custom scripts 
written in R and Perl. The analysis workflow is available as 
Open Source via GitHub (https://github.com/pharmbio/
clamp). The analysis can be divided into 7 main steps, described 
below:

(1) � Filter primers. In the first step, all CCS reads are fil-
tered so that only reads having the expected primer 
sequences both at the 5′ and 3′ ends are kept. In this 
way, only reads corresponding to the BCR-ABL1 
fusion gene are used for further analysis.

(2) � Assign reference sequence. Next, the filtered reads are 
used to determine the main isoform of BCR-ABL1 
present in the sample. The reason for this analysis is 
that there can be some small variation in exon usage 
between different samples. Once the dominant iso-
form has been determined, this isoform is assigned as 
a reference sequence for the subsequent steps.

(3) � Quality check. A quality control is performed to make 
sure the entire sequence is covered by at least 100 
reads, to ensure that no mutation sites are missed. If 
the quality check fails, then the analysis is aborted.

(4) � Search for novel mutations. After having passed 
the quality control, the sample is screened for previ-
ously unreported (de novo) mutations. The reads are 

https://github.com/pharmbio/clamp
https://github.com/pharmbio/clamp
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compared to the reference sequence and all sites with 
potential nucleotide substitutions are reported.

(5) � Analyze novel and known resistance mutations. Next, 
all previously known and potentially novel TKI resist-
ance mutations in BCR-ABL1 are analyzed and 
their variant allele frequencies (VAF) determined. 
The results are compiled into a table.

(6) � Determine clonal composition of positive mutations. 
In cases where least 2 positive mutations are found, an 
additional analysis is performed to determine the 
clonal distribution of all mutations in the sample.

(7) � Record results in local database. After processing, the 
raw data files, quality control data, and mutation 
results are stored in a custom developed information 
system.

Information system for long-read sequencing

An information system was developed to sustain registration 
of samples of the clinical side, automated analysis of the pro-
duced sequencing data, storage of results in a database, and 
communication of results to clinicians. The database was 
implemented on top of SQLite and the interfaces consisting 
of custom Perl scripts are served over a private intranet with 
Apache HTTPD. Searches can be made through various 
fields and a summary of the matches is returned (Figure 2A). 
Details for single samples include a detailed report of 
mutations (Figure 2B), quality control (Figure 2C), and clonal 
distribution the co-existing mutations (Figure 3). The high-
lights of this simple system are the ease of sample report 
retrieval and the ability to make basic comparisons. The source 
code for the information system is available as Open Source 
via GitHub (https://github.com/pharmbio/clamp).

Results and Discussion
Implementation in clinic

At the Clinical Genetics Division at Uppsala University 
Hospital (UUH), TKI resistance mutations have traditionally 
been detected using Sanger sequencing of the BCR-ABL1 
fusion gene. We set out to link UUH to the sequencing facility 
National Genomics Infrastructure (NGI) at Science for Life 
Laboratory (SciLifeLab) in Sweden.

We established a process according to the following: (i) 
Clinicians register the sample and perform RNA extraction 
and cDNA synthesis; (ii) Samples are transferred between the 
hospital and the NGI sequencing facility in Uppsala; (iii) 
Long-read single molecule sequencing is carried out at the 
facility; (iv) An automated analysis pipeline is executed; (v) 
Results are stored in a shared database; (vi) Clinicians are 
informed of new results and can view and download actionable 
reports. The process is illustrated in Figure 4.

In a previous dilution series experiment,12 we were able to 
identify BCR-ABL1 TKI resistance mutations with variant 
allele frequencies (VAFs) as low as 0.5%, which is far below the 
detection limit for routine Sanger analysis.9 Since early detec-
tion of emerging mutations is important to guide treatment 
and to avoid resistance development, this highlights a major 
advantage of LR-SMS.13 Based on our previous work, the cut-
off for a positive mutation was set to 0.5%. However, only 
mutations above 1% were considered relevant by the clinicians 
to reduce the risk of false positives.

The LR-SMS analysis workflow is simple and automated. 
Technicians need only to run a single script and upload the 
resulting files to produce quality control reports and mutation 
results. Result retrieval by clinicians was similarly simplified 
over the former practice of exchanging static documents. 
Feedback from clinicians helped design a data analysis system 
that they can and want to use. These small changes in proce-
dure helped ease the transition away from Sanger to PacBio 
SMRT sequencing.

Figure 1.  Bioinformatics workflow. The flow chart shows the analysis 

steps carried out by the automated analysis software. A FASTQ-

formatted file is used as input to the analysis pipeline. The individual 

analysis steps are described in more detail in the Methods section.

https://github.com/pharmbio/clamp
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Validation study

LR-SMS was run in parallel with routine Sanger sequencing 
for a period of 25 months. During this period, 39 samples from 
patients not responding to TKI treatment were collected to 
determine the presence of BCR-ABL1 resistance mutations 
(Table 1). A total of 17 mutations were found by Sanger in the 

39 samples and all of these were detected also by LR-SMS. 
LR-SMS identified an additional 16 mutations that were not 
found with Sanger sequencing. Eight of these mutations were 
detected above the 1% limit. In many of the samples where 
LR-SMS identified more mutations, those mutations were 
reported at levels that would be difficult for Sanger to detect.9

Figure 2.  Examples of visualizations from the LR-SMS results interface (excluding some site-specific details). (A) Subset of results from the LR-SMS 

reporting system. The coloring highlights mutation percentage. Only the mutations found in the current search results are listed. (B) A portion of the 

mutation report for a sample. Four positive mutations were found in this patient sample (T315I, F359C, D276G, and H396R) while all other mutations were 

negative. (C) Coverage of reads at each position of the BCR-ABL1 reference sequence of 1 sample. Since each position is covered by at least 400 reads 

(see red line), we are confident that mutations in all parts of the fusion gene can be efficiently analyzed.
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In 21 samples, no mutations were reported by either Sanger 
or LR-SMS. Of the 18 samples which did show mutations, 5 
had complete agreement between the methods. Of the remain-
ing 13 samples, LR-SMS found more mutations than Sanger. 
No mutations identified by Sanger were missed by LR-SMS.

Samples 4 and 7 were found by both methods to include 
mutation Y253H, which is associated with imatinib resistance.8 
LR-SMS reported this mutation as strongly dominating (99.8% 
and 98.1%, respectively). In addition, LR-SMS detected a mod-
est amount (1.7%) of mutation E255V in sample 4. This muta-
tion, also associated with imatinib resistance, was not identified 
by Sanger, probably due to its low prevalence.

In Sample 15, both methods identified mutations L273M 
and T315I but LR-SMS also reported the rare mutation 
K247R. T315I is the well-known “gatekeeper” mutation asso-
ciated with imatinib and secondary resistance.14

One of the benefits of long-read sequencing is that phasing 
of mutations separated by several kilo bases becomes a trivial 
task, whereas this information is more difficult to obtain from 
other sequencing technologies. This is exemplified in Figure 4 
for Sample 15. The mutations L273M and T315I occur in dis-
tinct molecules, but there is also a subset of molecules that con-
tain both T315I and K247R. This type of information can help 
us understand the clonal evolution of cancer cells in a patient 
during course of therapy. The clinical significance of this infor-
mation may not yet be known, but the ability to routinely 

analyze the clonal distribution of BCR-ABL1 mutations could 
potentially lead to improved therapeutic decisions.15

In Samples 1, 12, 14, 24, and 29, LR-SMS found the Sanger 
mutations but also reported others, undetected by Sanger. 
These additional mutations were near or below Sanger’s 
detection limit but could still be of clinical significance (see 
Figure 5). In some samples, secondary resistance mutations 
E255V, F359C, H396R, and even the common T315I were 
found only by LR-SMS.

In Sample 33, both methods found the 2 mutations 
L298V and E255K. The methods agreed on mutation T315I 
for Samples 10 and 16, with values approaching 100% for 
LR-SMS. Sample 2 showed mutations F359I and T315I 
with both methods.

In Samples 3, 5, 18, 26, 28 and 35, LR-SMS found muta-
tions where Sanger reported only wild-type. In these samples, 
LR-SMS reported mutation levels well below Sanger’s practi-
cal detection limit but these were also below the 1% limit con-
sidered relevant for the clinic. Some of these low-level 
mutations are associated with resistance (T315I and M244V) 
and others are of uncertain significance (E450G, M472I).

In summary, LR-SMS discovered mutations which were 
not found by Sanger. All (9) samples with Sanger reported 
mutations show (at least) these same mutations with LR- SMS. 
All mutations found by Sanger were also found by LR-SMS. 
At a conservative cutoff of 5% for LR-SMS, 5 samples showed 
fewer or no mutations with Sanger. At the practical detection 
limit for LR-SMS,12 15 samples showed fewer or no mutations 
with Sanger. Overall, LR-SMS found every mutation reported 
by Sanger sequencing and revealed many more missed by 
Sanger.

After these encouraging results, the method was further 
validated and eventually introduced into clinical routine. Since 
2015, our implementation has been validated twice every year 
in the UK-NEQAS program “BCR::ABL1 Kinase Domain 
Variant Mutation Status.” UK-NEQAS performs independent 
monitoring of laboratory tests, and is used by many clinical labs 
in Europe to ensure the quality of their accredited analyses 
(https://ukneqas.org.uk). Within this program, control sam-
ples with mutations at specific sites in the BCR-ABL1 tran-
script were supplied by UK-NEQAS to us and to other clinical 
laboratories across Europe. After having reported our results 
back to UK-NEQAS, we can conclude that our analysis has 
obtained a 100% success rate in all test rounds. This means that 
all true positive mutations have been found, while no false pos-
itives mutations have been reported, in any of the analyzed 
control samples. We are thus confident that our analysis 
method has an acceptable false positive rate and meets all 
requirements for clinical reporting.

Implications
Clinical laboratories are in many cases interested in using the 
latest technologies if it can lead to improved diagnoses and 
treatments, while not drastically increasing turn-around time 

Figure 3.  Clonal distribution of Sample 15. Long-read sequencing shows 

which mutations occur together rather than in separate populations. In 

this sample, the K257R mutation occurs only with T315I, never in 

isolation.

Figure 4.  Overview of the implemented workflow from samples to 

interpretable information. Clinicians send samples to the university for 

long-read sequencing. After sequencing, technicians upload data to the 

analysis software for automated processing. Processed data are stored 

so clinicians can retrieve results through a searchable web form. The 

area within the dotted line is served by the support system created for 

this project.

https://ukneqas.org.uk
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Table 1.  Samples studied with mutations detected by Sanger and LR-SMS sequencing. Percentage of mutation occurrence for LR-SMS is shown in 
parentheses. Occurrences below 1% were not considered for clinical use.

Sample Sanger LR-SMS

1 T315I T315I (96.8), F359C (2.1), H396R (1.2)

2 F359I, T315I F359I (84.9), T315I (14.4)

3 — M244V (0.6)

4 Y253H Y253H (98.1), E255 (1.7)

5 — M244V (0.9)

6 — —

7 Y253H Y253H (99.8)

8 — —

9 — —

10 T315I T315I (99.9)

11 — —

12 T315I T315I (50.0), E255V (1.9)

13 — —

14 T315I, E255K, F359V T315I (45.7), F359I (23.9), E255K (12.5), H396R (12.4), F359V (4.8)

15 L273M, T315I L273M (58.1), T315I (41.7), K247R (2.8)

16 T315I T315I (99.8)

17 — —

18 — E450G (0.5)

19 — —

20 — —

21 — —

22 — —

23 — —

24 F359I F359I (91.3), T315I (8.3)

25 — —

26 — T315I (0.6), E450G (0.5)

27 — —

28 — M472I (0.8)

29 F359V F359V (99.9), D276G (0.7)

30 — —

31 — —

32 — —

33 L298V, E255K L298V (33.6), E255K (29.6)

34 — —

35 — E450G (0.8)

36 — —

37 — —

38 — —

39 — —
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or costs. However, it is generally a difficult and slow process to 
integrate new technologies into clinical practice, and most 
technologies run at hospitals are mature and have been proven 
over several years. For long-read sequencing, there is also an 
added component needed in the form of computational 
resources and expertise in (bioinformatics) data analysis. If the 
entire data analysis is not automated, it presents additional 
challenges to incorporate in clinical practice.

New technological developments and applications can be 
found in academic settings, such as in core facilities serving the 
scientific community. It is not uncommon that these technolo-
gies mature over a period of years, and ultimately make their 
way into the clinic. In our work, we bridged the gap and allowed 
Uppsala University Hospital to make use of the academic 
sequencing facility for performing long-read sequencing. The 
main components to enable this were processes to prepare and 
exchange samples between the clinic and the facility, auto-
mated workflows for the sequence analysis, and a system for 
storing and reporting results back to clinicians for interpreta-
tion. One of the keys to helping clinicians switch over to a new 
technology was to get their input in the design process of 
reports and interfaces.

In this manuscript we present the first fully integrated solu-
tions for long-read sequencing comprising the complete work-
flow, from sample registration via long-read sequencing at a 
core facility to clinical decision aid on the hospital side, to 
detect low-frequency mutations in high coverage long-read 
amplicon data, such as in this BCR-ABL1 project. Although it 
would have been possible to perform alignment using standard 
tools such as minimap2 followed by variant calling by 
DeepVariant, it is important to note that such analyses have 
been developed for germline variation but have not been opti-
mized for detection of low-frequency somatic variation. Since 
many of the variant calling tools for long-read are based on 

machine learning, it would be a non-trivial task to apply these 
for somatic variant calling and with uncertain outcomes. 
Moreover, our analysis strategy contains specific steps fine-
tuned for the BCR-ABL1 region; for example, filtering is per-
formed in order to only analyze reads originating from the 
BCR-ABL1 molecules while filtering out reads originating 
from ABL1 (not fused with BCR). We also perform specific 
quality control steps to ensure that all clinically relevant muta-
tion positions can be assigned either as a negative or a positive 
call. To the best of our knowledge, no other existing pipelines 
can detect cancer mutations down to a frequency of 1% from 
the long-read data generated within this project.

The possibility to take advantage of long-read sequencing 
via a core facility includes no up-front costs for sequencing 
instruments, which currently are quite expensive, at least for 
PacBio SMRT sequencing. Further, costs are kept lower as uti-
lization of sequencing instruments is higher when shared with 
academic researchers. Finally, the clinical organization is not 
required to build up and maintain state-of- the-art expertise in 
bioinformatics. The information system developed in this pro-
ject can be directly reused to serve as a blueprint for other long-
read sequencing applications.

Conclusion
We present an example where long-read sequencing was imple-
mented for BCR-ABL1 TKI resistance mutation screening, as 
a clinical routine analysis. The process comprised linking the 
clinic to an academic sequencing facility where sequencing of 
samples was carried out, the development of a supportive infor-
mation system, and validation steps to verify the methodology. 
Key components in the translation were the processes for sample 
preparation and transfer, automated data analysis pipelines, and 
a shared system for storage and reporting. Long-read sequencing 
was shown to have advantages over previous methods, such as 
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Figure 5.  Mutations found in the samples of this study. Number samples where each mutation is found by Sanger or long-read sequencing.
Mutations: M244V secondary resistance8; K247R rare, natural16; Y253H secondary resistance8; E255V secondary resistance8; L273M rare, uncertain17; D276G rare, 
uncertain18; L298V rare, uncertain17; T315I secondary resistance8; F359C secondary resistance8; F359I secondary resistance8; F359V secondary resistance8; H396R 
secondary resistance19; E450G unknown15; M472I unknown.20
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higher sensitivity, and ultimately replaced Sanger sequencing as 
the routine method for detection of BCR-ABL1 mutations.

Acknowledgements
LR-SMS sequencing was performed by the National Genomics 
Infrastructure (NGI) Uppsala, which is hosted by Science for 
Life Laboratory (SciLifeLab).

Author Contributions
AA, LC, and OS initiated the project. AA and WS developed 
the software. UO, MH, and LC performed the clinical work. 
All authors were involved in analysis and interpretations, and 
also read and approved the final manuscript.

Ethics Approval and Consent to Participate
This study was performed in accordance with the Declaration 
of Helsinki. The Ethical Committee at Uppsala University, 
Dnr 2014/233, approved this study. Written informed consent 
for publication was obtained from the patients.

ORCID iD
Ola Spjuth  https://orcid.org/0000-0002-8083-2864

Supplemental Material
Supplemental material for this article is available online.

References
	 1.	 Metzker ML. Sequencing technologies – the next generation. Nat Rev Genet. 

2010;11:31-46.
	 2.	 Szankasi P, Schumacher JA, Kelley TW. Detection of BCR-ABL1 mutations 

that confer tyrosine kinase inhibitor resistance using massively parallel, next 
generation sequencing. Ann Hematol. 2016;95:201-210.

	 3.	 Khan AR, Pervez MT, Babar ME, Naveed N, Shoaib M. A comprehensive study 
of de novo genome assemblers: current challenges and future prospective. Evol 
Bioinform. 2018;14:1-8.

	 4.	 Loomis EW, Eid JS, Peluso P, et al. Sequencing the unsequenceable: expanded 
CGG-repeat alleles of the fragile × gene. Genome Res. 2013;23:121-128.

	 5.	 Jain M, Olsen HE, Turner DJ, et al. Linear assembly of a human centromere on 
the Y chromosome. Nat Biotechnol. 2018;36:321-323.

	 6.	 Ameur A, Kloosterman WP, Hestand MS. Single-molecule sequencing: towards 
clinical applications. Trends Biotechnol. 2018;37:72–85.

	 7.	 Talpaz M, Shah NP, Kantarjian H, et al. Dasatinib in imatinib-resistant 
Philadelphia chromosome–positive leukemias. N Engl J Med. 2006;354: 
2531-2541.

	 8.	 Soverini S, Hochhaus A, Nicolini FE, et al. BCR-ABL kinase domain mutation 
analysis in chronic myeloid leukemia patients treated with tyrosine kinase inhibi-
tors: recommendations from an expert panel on behalf of European Leukemi-
aNet. Blood. 2011;118:1208-1215.

	 9.	 Tsiatis AC, Norris-Kirby A, Rich RG, et al. Comparison of Sanger sequencing, 
pyrosequencing, and melting curve analysis for the detection of KRAS muta-
tions: diagnostic and clinical implications. J Mol Diagn. 2010;12:425–432.

	10.	 Wenger AM, Peluso P, Rowell WJ, et al. Accurate circular consensus long-read 
sequencing improves variant detection and assembly of a human genome. Nat 
Biotechnol. 2019;37:1155-1162.

	11.	 Hestand MS, Van Houdt J, Cristofoli F, Vermeesch JR. Polymerase specific error 
rates and profiles identified by single molecule sequencing. Mutat Res. 2016; 
784-785:39-45.

	12.	 Cavelier L, Ameur A, Häggqvist S, et al. Clonal distribution of BCR-ABL1 
mutations and splice isoforms by single-molecule long-read RNA sequencing. 
BMC Cancer. 2015;15:45.

	13.	 Nakano K, Shiroma A, Shimoji M, et al. Advantages of genome sequencing by 
long-read sequencer using SMRT technology in medical area. Human Cell. 
2017;30:149-161.

	14.	 Choi HG, Ren P, Adrian F, et al. A type-II kinase inhibitor capable of 
inhibiting the T315I gatekeeper mutant of BCR-ABL. J Med Chem. 2010;53: 
4539-5448.

	15.	 Zabriskie MS, Eide CA, Tantravahi SK, et al. BCR-ABL1 compound mutations 
combining key kinase domain positions confer clinical resistance to ponatinib in 
Ph chromosome-positive leukemia. Cancer Cell. 2014;26:428-442.

	16.	 Nicolini FE, Chabane K, Cayuela JM, Rousselot P, Thomas X, Hayette S. The 
role of the K247R substitution in the ABL tyrosine kinase domain in sensitivity 
to imatinib. Haematologica. 2006;91:137-138.

	17.	 Jones D, Chen SS, Jabbour E, Rios MB, Kantarjian H, Cortes J. Uncommon 
BCR-ABL kinase domain mutations in kinase inhibitor-resistant chronic 
myelogenous leukemia and Ph+ acute lymphoblastic leukemia show high rates of 
regression, suggesting weak selective effects. Blood. 2010;115:5428-5429.

	18.	 Eliasa MH, Babab AA, Azlanb H, et al. BCR-ABL kinase domain mutations, 
including 2 novel mutations in imatinib resistant Malaysian chronic myeloid 
leukemia patients—frequency and clinical outcome. Leuk Res. 2014;38: 
454-459.

	19.	 Tripathi AK, Verma SP, Kumar N. Mutation analysis in chronic myeloid 
leukemia patient in chronic phase on imatinib having delayed achievement 
of milestones or loss of response. Indian J Hematol Blood Transfus. 2016; 
33:316-320.

	20.	 Müller MC, Cortes JE, Kim DW, et al. Dasatinib treatment of chronic-phase 
chronic myeloid leukemia: analysis of responses according to preexisting 
BCR-ABL mutations. Blood. 2009;114:4944-4953.

https://orcid.org/0000-0002-8083-2864

